FIGS2: CAPS ground setup as installed on Sammaltunturi station. 5 10 15 20 3 FSSP The FSSP inhalation system 5 The FSSP inhalation system was used to enable the operation of the FSSP-100 in a static ground environment. Its design allow it to operate under typical weather research environment conditions. It consisted of a sample tube accelerator, a 400 Hz fan motor and a 400 Hz inverter within an all-weather housing assembly. The sample tube accelerator was inserted in the sample tube from its forward end so that the end of the accelerator was flushed with the base of the sample tube. The all-weather 10 housing assembly fitted between the FSSP optics tubes and against the center sample tube base. 
